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Manufactured by: 

Charder Electronic Co., Ltd. 

No.103, Guozhong Rd., Dali Dist.,  

Taichung City 412, Taiwan (R.O.C.) 
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MS-7301 
Wide platform weighing scale 

USER MANUAL 

Please keep the instruction manual at hand all the time for future reference. 
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ERROR MESSAGE 

TROUBLESHOOTING 

Problem Cause Correction 

Even if you step 

onto the unit, 

nothing is 

displayed 

No batteries are inserted. Insert the batteries. 

The batteries are inserted in 

the wrong direction. 

Insert the batteries in 

the correct direction 

The batteries are worn out. 

Replace all four 

batteries with new 

ones 

 Cause Solution 

 

Batteries are low Recommend to replace the 

batteries with new ones 

ahead of time. Refer to 

battery installation. 

 

Batteries are depleted. Replace the four batteries. 

Refer to battery installation. 

 

Movement during 

measurement. 

Do not move until 

measurement is completed. 

 

Device error. Contact your service 

provider. 

 

Body weight is more than 

250 kg / 550 lb 

Weight range: 

15-250 kg ( 33-550 lb ) 

 

Misalignment during 

auto-calibration 

Repeat the measurement. 

 

Function failure Refer to Troubleshooting 
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SPECIFICATIONS 

Product Description Digital Weight Scale 

Model MS7301 

Display 

15 to100 kg with an increment of 0.1 kg 

(33 to 220 lb with an increment of 0.2 lb) 

100 to 250 kg with an increment of 0.2 kg 

(220 to 550 lb with an increment of 0.5 lb) 

Weight Accuracy 

15 kg to 40 kg ± 0.4 kg 

( 33 lb to 88 lb ± 0.88 lb) 

40 kg to 250 kg ± 1 % 

( 88 lb to 550 lb ± 1 % ) 

IP Classification IP21 

Power Supply 4 “AA” alkaline batteries 

Operating T/Humidity  
+10°C to + 40°C(+50°F to +104°F) 

15% to 90% RH 

Storage temperature 

/humidity/Air 

Pressure 

-20°C to +60°C(-4°F to 140°F),  

10% to 95% RH, 860hPa to 1060 hPa 

Weight  Approximately 3.5 kg (7.7 lb) including batteries 

External Dimensions Approximately 41(H) x 415(W) x 360(D) mm 
1 3/5”(H) x 16 1/3” (W) x 14 1/5”(D) 

Contents 
Digital Weight Scale 
Instruction manual 

4 x “AA” batteries [option] 

 

Note: Subject to technical modification without prior notice 

This device fulfills the provisions of the EMC Directive 2004/108/EC
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PREFACE 

Thank you for purchasing CHAEDER MEDICAL digital weight scale. All 

features of this product were designed to stat of the art and are optimized 

for simple and straightforward use. It is intended to measure and display 

the weight from 15kg to 250kg (33 lb to 550 lb), and intended for providing 

data for health professional’s reference. If you have any queries or 

problems, please contact your CHARDER MEDICAL service partner, or 

visit us on the internet at www.charderscales.com 

GENERAL INFORMATION 

We strongly recommend you use the scales on flat and hard surface. Any 

soft surface, like carpet will cause inaccuracy. 

SAFETY INSTRUCTION 

Before putting the device into use, please read with care the 

information given in the Operating Instructions. They contain 

important instructions for installation, proper use and maintenance of the 

device.The manufacturer shall not be liable for damages arising out of 

failure to heed the following instructions:  

 

General usage 

 

Do not begin a weight reduction or exercise program  without 

consulting a doctor or healthcare provider first.  

Do not use the scale on slippery surfaces, such as a wet floor. 

Approved for human use only. 

Do not place the scale against the wall. May cause injuries and 

malfunction. 

Do not disassemble, repair or remodel the scale. 

Replace worn battery with a new one. 
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Do not jump onto the scale, or hop up and down on t he scale. 

Do not use this scale when your body or feet are we t, such as after 

taking a bath. 

Please store this scale on a level surface. 

Do not put your fingers into any slot or inside the  scale. 

Do not use this scale for purpose other than descri bed in this 

manual. 

People with disabilities, or who are physically fra il, should always  

be assisted by another person when using this scale . Use a handrail  

or so when stepping on the scale, and make sure not  to influence on 

the measurement. 

Do not place this unit near heat sources or below a ir conditions, 

and avoid exposure to direct sunlight. 

If the battery fluid get in your eyes, immediately rinse with plenty of  

clean water and consult a professional doctor immed iately.  

Do not place this unit on a cushioned surface such as a carpet  

 

Battery Usage 

 

Do not use battery not specified for this scale.  

Do not insert the battery with the polarities in th e wrong direction. 

Do not dispose of batteries in fire. 

Use only “AA” alkaline batteries with this device. 

Do not use other types of batteries.  

Do not use new and used batteries together 

Remove the batteries if the device will not be used  for three 

months or more.  

Improper installation will render the warranty null  and void. 
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Step onto the unit when the power is off. 
1. Step onto the unit 

When you step on the unit, the power automatically turns on. 

Notes: 

Remain still during the measurement. 

Try to measure your weight at the same time each da y for 

consistency 

 

 

 

 

 

 

 

 

 

 

STEP BY STEP FOR FIRST USE 

1. INSTALLING BATTERY 

2. PLACE SCALE ON A HARD AND EVEN SURFACE 

3. SCALE WILL TURN ON AND WAIT UNTIL IT TURN OFF FO R 

SELF-CALIBRATION 

4. NOW SCALE IS READY TO WEIGH 

5. STEP ON TO THE PLATFORM TO COMPLETE FIRST 

MEASUREMENT 
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TAKE A MEASUREMENT 

Place the unit on a hard and flat surface. 

 
Note:  

Do not place the unit on a cushioned surface such a s a carpet or a 

mat. 
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If you have any problem, please contact your local CHARDER MEDICAL 

service partner. 

ENVIROMENTAL 

All batteries contain toxic compounds, disposal of batteries should 

be delegated to a competent organization, complying  with the 

deposit of Poisonous Waste Regulation 1972. 

CLEANING & MAINTENANCE 

To protect the unit from damage, please observe the  following: 

Use a soft dry cloth, or a soft cloth moistened wit h neutral soap to 

clean the device. 

Do not clean the scale and any components by immers ing them  

in the water. 

Changes or modification not approved by the manufac turer will void 

the user warranty.  

Do not disassemble or attempt to repair the device or components. 

Do not use any abrasive or volatile cleaners, gasol ine, thinners  

or similar solvents to clean the device. 

 

We recommend checking the scale’s accuracy at regul ar intervals. 

The regularity of these checks is dependent on the level of use and 

the state of the scale. If any inaccuracies occur, please contact your 

local dealer or CHARDER MEDICAL service partner 
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KNOW YOUR DEVICE 

Contents: 

Digital Weight Scale with 4 “AA” batteries and inst ruction manual. 

 

 

 

 

 

 

 

Unit: 

 

 

 

 

 

 

 

 

 

 

Display: 

 

 

 

 

 

 

 

MS-7301 weight scale 

Unit switch 

Reset button 
(Only specific model has 
Reset button) 

Battery cover 

Feet*4 

Battery symbol  

(low/depleted) 

 

 

 

 

LCD 
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BEFORE TAKING A MEASUREMENT 

Select the weight metric “kg” or “lb” when the powe r is off   

 

 

Battery Installation 

1. Remove the battery cover on the back of the unit  

2. Insert 4 “AA” batteries as indicated in the batt ery compartment. 

3. Close the battery cover. 

 

 

 

 

 

 

Note: 

When the depleted battery symbol  appears, replace all four 

batteries with new ones. Items stored in memory are  retained even if 

the batteries are removed.  

 

Disposal of used batteries should be carried our in  accordance with 

the national regulations of the disposal of batteri es. 


